Introduction
Otosclerosis is a disease characterized by alterations in the composition and architecture of the temporal bone. Hearing loss is the most common complaint, and it occurs mainly due to ankylosis of the stapes footplate. However, the disease can be more complex and involve the whole otic capsule. professionals aim to improve the surgical technique as well as search for better materials.
Throughout the years, the footplate perforation technique ranged from the use of micro instruments to the use of micro drills and, more recently, laser. The main advantage of the laser is its precision and low risk of footplate mobilization, since in this technique there is no direct manipulation.
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The conventional technique is simple, and, therefore, it is still widely used. Nevertheless, the use of laser in stapedectomy is increasing gradually, since it causes less damage to the middle and inner ears. 5, 6 In 1980, Perkins utilized for the first time the argon laser. 7 Thenceforth, several types of laser were suggested, but each one has specific characteristics and risks.
8,9
The use of diode laser was reported for the first time in 2000 with the expectation that it would become an efficient and low-cost instrument. 9 The diode laser is a semiconductor that provides infrared radiation that provide high energy powered by little energy.
8
Besides that, the contact of the diode laser fibers with the target structure provides more precision. The diameter of the fiber can be adjusted according to the procedure and the absorption spectrum produces the ability to clot. These characteristics make the diode laser an effective tool in otologic surgery.
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Wavelengths of 800 nm and 1,064 nm are the most used. When compared with the potassium titanyl phosphate (KTP) laser, the diode laser presents high absorption in water. However, when compared with the erbium-doped yttrium aluminum garnet (Er-YAG) laser, the diode laser shows low absorption in water and high absorption in pigmented tissues. After stapes footplate fenestration, surplus energy is absorbed by the perilymph and by the pigmented region of neuroendothelium -less than KTP.
8
The diode laser is already extensively used in the clinical practice; however, there are few studies reporting its use in stapes surgery.
Objective
The purpose of this study is to establish a comparative analysis between hearing results achieved through diode laser and conventional fenestration technique in stapes surgery, using audiometry.
Patients and Methods
The present study obtained the approval of the Ethics Committee (CAAE 48732015300005529), and data from the patients submitted to surgery between 2014 and 2015 were collected.
Twelve patients from both genders and aged between 18 and 70 years with no prior history of otologic surgery were selected.
In this cross-sectional study, the patients were divided into two surgical groups: the one submitted to stapes surgery using diode laser technique and the one submitted to the conventional technique.
Before the surgery, all patients signed a consent form and were informed about the surgical techniques and the risks of the procedure. Computed tomography of the temporal bone, as well as pure tone and vocal audiometry (using an AD 229 audiometer, Interacoustics, Middelfart, Denmark), were also performed before the surgery.
In the audiometry evaluation, the tone used for most of the patients was continuous, except in cases of patients with tinnitus, for whom the tone was warble. The method was descending. The phone used for the search of air thresholds was the TDH39P, and the vibrator used for the search of tonal thresholds by bone was the B71 (Middle Fort, Denmark).
Surgical Technique

Diode Laser
The procedure was performed through endaural access, while the patients were sedated and under local anesthesia.
The diode laser was applied over the stapes footplate through a 0.4 mm fiber coupled to a hand piece. The laser was shot at 2 W. This system is safe due to its thermal sensor, and it automatically turns off once it reaches critical temperatures.
Conventional Technique
The conventional technique consists of perforating the stapes footplate using a needle or coupling the drill to a micro drill when necessary to size the fenestra properly. The same surgical access and type of prosthesis were used in both surgical approaches.
Audiometry
The patients were submitted to audiometry exams prior to the surgery and on the following three months. The speech recognition threshold, the air and bone conduction threshold, as well as the gap between them at 500 Hz, 1 KHz, 2 KHz and 4 KHz were measured. These measurements are presented in decibels (dB).
Results
The results were divided into four parts: bone conduction (BC); air conduction (AC); air-bone gap (ABG); and speech recognition thresholds (SRTs). In each part, the differences between the groups (diode versus conventional) and also between the periods (pre-and post-operative) were considered. The multivariate analysis of variance (MANOVA), the analysis of variance (ANOVA) and the t-test with Bonferroni correction were applied according to each situation. For all cases, values of p < 0.05 were considered as the cut-off point.
Bone Conduction (BC) Comparative ►Table 1 shows the results of the MANOVA tests that verified simultaneously the presence of differences between groups and periods for all frequencies. No significant difference was found between the groups (p ¼ 0.453), while evidence of a significant difference between the periods was observed for at least one frequency (p ¼ 0.001).
In ►Table 2, the mean and the standard deviation for both groups for each period and for each frequency are presented, as well as the p-value of the t-test with Bonferroni correction. Examining each frequency, it is possible to state once again that there was no significant difference between the groups. It is not possible to allege that both groups are equal, but only that there is no evidence of difference. That is an important point to highlight, because different results could be observed in a study with a different sample size or different experimental conditions. ►Table 3 shows a comparison of the mean between the periods, and also presents the mean, standard deviation and p-value of the t-test with Bonferroni correction. It should be noted that there was a significant difference between the pre-and post-operative periods in the conventional technique group for the frequency of 1 KHz (p < 0.05). For other frequencies, this difference was not evident.
Air Conduction (AC) Comparative
For the AC, the MANOVA test presents evidence of a significant difference between periods for at least one frequency. Between the groups, there was no evidence of significant differences.
Higher mean values were observed for the preoperative period in comparison with the post-operative period, and for each frequency, the mean values for both groups were very similar.
►Table 4 presents a comparison between both groups for each period and frequency.
For both groups, the comparison between periods indicates significant differences for practically all frequencies. Both groups also presented reductions on the observed values (►Table 5).
Comparison between Different Hearing Thresholds for Bone Conduction and Air Conduction (Gap)
For the air-bone gap, there are multiple answers; therefore, the MANOVA test was used. The test presented evidence of significant differences between periods for at least one frequency, and no evidence between the groups.
Higher mean values were observed at the preoperative period in comparison with the post-operative one. It should 
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also be noted that each period presented similar values for both groups at each frequency. ►Table 6 shows a comparison between groups for each period and frequency. The MANOVA test has already indicated that there is no evidence of differences at any frequency. Despite that, the p-value of each comparison is presented, and none of them were < 0.05.
The comparison between the pre-and post-operative periods shows significant differences at 500 Hz for both groups, and at 4 KHz for the conventional technique group. Due to the variance present in our study, in addition to a reduced sample, evidences of difference are not observed at some frequencies. Nevertheless, both groups presented a reduction in the post-operative period when compared with the preoperative period. In order to obtain these values, the t-test with Bonferroni correction was applied. (►Table 7).
Speech Recognition Threshold (SRT) Comparative
►Table 8 shows the results of this test. A difference between periods for at least one group can be observed, but no evidence of difference was found between the groups.
It can be noticed that both groups presented similar values for each period, with the post-operative period presenting lower values than the preoperative period.
►Table 9 demonstrates the comparison between periods for each group. Once more, the t-test with Bonferroni correction was applied. A significant difference was observed in the diode group, while the conventional technique group presented no difference. It is noteworthy that a reduction during the post-operative period was observed in both groups.
Discussion
No statistically significant difference was observed in both groups regarding bone conduction (BC). Some difference would be expected while comparing pre-and post-operative values. However, only the diode group presented a statistically significant difference. The numeric differences observed must be considered in a clinical approach of data. But according to the statistical comparison, only the diode group presented a change after the treatment. A comparison between the groups did not show significant differences at any period. The first comparison between the groups at the pre-operative period must not show any difference, because otherwise the post-operative treatment could be compromised.
The comparative study on AC did not show any difference between groups either. A significant difference between periods was observed in both groups, indicating that the post-operative values were significantly lower than those before the treatment.
No significant difference was observed between the groups in the gap comparison. On comparing post-operative and preoperative values, a significant difference was observed in both groups, indicating that they are able to reduce gap values.
The SRT analysis did not show significant differences between the groups, although significant differences at the post-operative period were only observed for the diode group. It is noteworthy that the values were reduced after treatment in both groups, and we consider these differences clinically important, but a statistical difference between the pre-and post-operative periods can only be stated for the diode group. In this case, we can notice that, even without a statistical difference, the diode group had slightly lower values than the conventional treatment group. This is an original study, since there is no other research in the literature that compares the short-term results of diode laser with the conventional manual perforation technique.
All patients who participated in this study were admitted and operated under sedation and local anesthesia, and were discharged at the same day, with no complaints of dizziness or uneasiness. Therefore, a comparison of the post-operative complaints did not seem relevant, since it would return an extremely reduced index.
Laser tissue ablation occurs by absorption of light energy generating heat. This absorption depends on the wavelength of the light and the optical properties of the tissue.
11,12
Many authors believe that the laser enhances the surgeon's precision because it facilitates the removal of the superstructures of the stapes, reducing mechanical and vibratory trauma with an easier perforation of the footplate and exposure of the oval window niche.
13,14
The diode laser is a national low-cost technology and an alternative to energy sources more commonly widespread internationally. It is also a useful tool for stapedotomy for otosclerosis with a wavelength of 980 nm. The mechanical, thermal and acoustic effects are limited and safe. 8 
Poletti et al
15 believe that the use of a high-power diode laser for short exposure periods can be considered safe, precise and very useful for otosclerosis surgery. In their study, they used the laser at 40 W and an exposure time of 60 minutes. According to our observations, the diode laser is precise, comfortable and safe when a potency of 2 W is applied through a 0.4 mm optic fiber.
In comparison with the carbon dioxide (CO 2 ) and the erbium-doped yttrium aluminum garnet (Er-YAG) lasers, the diode presents higher water absorption in pigmented tissues and low water absorption. When compared with the potassium titanyl phosphate (KTP) laser, the diode laser shows higher water absorption. After stapes footplate fenestration, surplus energy is absorbed by the perilymph and by the pigmented region of the neuroendothelium. Wegner et al performed a review of the literature comparing the results and surgical complications of surgeries performed using laser or the conventional manual technique, and concluded that there was no evidence that one technique was superior to the other in terms of hearing results and dizziness. However, there is an increased risk of fracture of the footplate and sensorineural hearing loss when using micro instruments and the micro drill (manual technique). 16 It is known that the inner ear is damaged by the heating of its fluids. Periods of prolonged exposure to high temperatures are associated with tinnitus, dizziness and hearing loss. 17 Furthermore, it is suggested that mechanical trauma causes hearing loss as a result of the formation of sound pressure. However, the thermal and mechanical effects of the diode laser are minimal, and that is an advantage it has over the other lasers.
8
In a study performed by Feng et al, there were no statistically significant differences in the audiometric exams of patients from the diode group and the Feng micro drill group. 18 This result is similar to the one obtained in our study, but the use of laser presented better results for the SRT.
In the present study, all patients presented preserved anatomy, but an assessment of the use of laser in patients with compromised anatomy (such as floating footplates) is required in order to fully understand the benefits of using the laser technique in these cases. Moreover, the reduced sample size and the lack of long-term follow-up can be considered biases of this study.
Conclusion
Stapes surgery using diode laser is a safe technique that presents good results. Both the diode laser and the conventional technique, using a needle, a drill and a micro drill, have improved the hearing of the patients, with a slight advantage for the laser technique. Further prospective and randomized 
